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HUDSON FALLS 5
VILLAGE POLICE DEPT. [ L ] LTSRN - SOSOPRNTO S| SOOI, LY B30
DATAMASTER dmt: 102408
________________________ R 7 — .0
Date: 08/16/2021 M ‘
OPERATOR NAME: 0.1 2] o
DAVID M COSTELLO
Permit #: 40891
Operator Agency/Dept: HUDSON FALLS VIL. PD 0. 0
Reference Standard #: 21170
Q. ;s 16.0
Nominal = 0.10 g/210L
0. 12.0
BLANK TEST 0.00 23:39
INTERNAL STANDARD VERIFIED 23:39 o 5.0
REFERENCE STANDARD TEMP 33.99%9¢ . .
REFERENCE STANDARD 0,10 .23:39 !
BLANK TEST 0.00 23:40 0. 4.0
REFERENCE STANDARD TEMP 33.98c¢ :
REFERENCE STANDARD 0.10 23:40 g ! 5
BLANK TEST 0.00 23:41 25 30
REFERENCE STANDARD TEMP 33.98¢ a. i : 5 40.0
REFERENCE STANDARD 0.10 23:41 Aleohol(g/210L)
BLANK TEST 0.00 23:42 Q.18 ===~ Flow Rate(L/M) 36. 0
0. 32.0
G 128.0
Q. 24 .0
Gg. 200
0. 16.0
0. 112.0
0. 3.0
0. 4.0
0 i ! : ! i 0.0
8 10 15 20 Z5 30 .
§ H i : : 40.0
Alcohol (g/210L)
0. 1B ~ === Flow Rate(L/M} 36.0
0.16 e 32.0
0.14} 28.0
0.12 ; 24.0
0. ~{20.0
0. 2 16.0
0. H 12.0
0. 8.0
0.02} e i - 4.0
0.00| 0.0
0 5 10 15 20 25 30



